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FORM B - PRICES 

Form B(R1): Revise Item No. 1 a). 

Add Item No. 1 b). 

Page numbering on some forms may be changed as a result. 

PART E – SPECIFICATIONS 

Revise: E2.2 to read: Item No. 1 a) - Wireless Portable Area Velocity Sewer Flow Meters shall be in 
accordance with the Canadian Electrical Code (C.E.C.), Part 1 Section 18 – Hazardous 
Locations regarding Class 1 Zone 2. 

Revise: E2.2.11 to read: Item No. 1 b) - Contractor shall provide on-site training for the installation and use of the 
flow meters and software. 

QUESTIONS AND ANSWERS 

Q1: When you say you want the proponents outline of the QA/QC procedure to ensure product compliance, were 
you referring to the procedures during the manufacturing process, or when the meters are installed in the field? 

 A1: This is in reference to the manufacturing process and ensuring that the units provided work out of the 
box. 
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Please note the following and attached changes, corrections, additions, deletions, information and/or instructions 
in connection with the Request for Proposal, and be governed accordingly.  Failure to acknowledge receipt of this 
Addendum in Paragraph ^ of Form A: Proposal may render your Proposal non-responsive. 

 

  


